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1 Hardware and software requirements

e Balance Connection is genuine 32 bit software making it an ideal partner for
Windows XP (from Service Pack 2) / Vista and Windows 7 (not 64 bit version). It
guarantees high-performance data communication between balances and their
application programs such as Excel, Word, Access and many more...

e Free serial interface (COM1...4)

2 Installation
= Insert CD in the CD-ROM drive.

MName

Momentan auf der CD vorhandene Dateien

L2l

J MET Framewark 2.0

oy 3EtUD. EXE

= To start the program execute “setup.exe” file.

Setup-Sprache auswshlen x|

engish |
Ok I abbrechen |

= Select the language (German S English).

Welcome to the Balance
Connection Setup Wizard
This vl irestall Bsbarecs Connesciion 4.0 o s compuber

I b reormimtiacked thal you chons ol olfwr apploation bl
continuing.

Click Neeet by conkie, o Canced bo ek Setup.

[ Pk anosl

= Click on NEXT.
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Licenae Rgresment
Please read the Followsreg important informstion before continuirg.

Please read the folowere License . Woan et Bo0Bpt the betms of Hhis
Iaraennk befors continung wth th indtalation,

1 Software Licence Agreement d

Single User Licence

By using this sofware or declaration of consent - which conshbules

the precaonditian for the installstion of this sofware - you agres 1o :I1va_I
-

1= Lol e sgrosmont

™ Ty et acoeph the aoreement

<pack [ neta corcel ||

= If you accept the terms below, click ,| accept the agreement®, then ,Next".

fa' St - Ralanoe Do bion

Select Destingtion Location
Wtwrn dholel Rl Cofrticn b et sl

___] Setup wil nstal islance Connaction into B Followng fokdar,

Mo cxandirnzn, cheh Mot 11 you woukd e o seliock & cliferent Fokbor, chick Brovie,

it least |7 ME of Pree disk space b requined.

cak [ Mets | camel
T

= Select Installation Folder. Click on NEXT.

Brdbea b Adkelbional Tasks
Which sddbional tasks shoukd be parformed”

st Has sckhonal bache o il B fabu be pebrfiartn whills indtaling (Lelsnes
Conmtion, i dhch B

Aeddtinal ioonis:
¥ Conatn u desiog icon
™ Conate a Cuack Linsrch kon

cmlmé' cwerl |

= Select Additonal Tasks. Click on NEXT.
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[l etup - tlalance tonnection
Hrady ta Install
b b et raedly B0 B it Sl Dalanos Condeate of yinr Compber

Clhcke froatall £ cordivass wath Ui installaton, or ok Back i you ward 1o reviie o
change ary pettings.

Deestination location: =]
o pene larc e e on

e T T

= Click on INSTALL.

Tl Srtup - Babanor Dosssedbion

Tnetalling
Piegse ol whie St incl ol Balares Convmdlinn of your cpalber,

Cresting Sortaks, .
3L AR Uk s S el Progr i jEsskanoeConmestion] KERRDC 4. k.

After a successful installation process appears the following window:

Completing the Balance
Connection Setup Wizard

Sk b Pl il alingg Ralarcs Condesolion anh yoar
computes. The appbcation mery be kendhed by selecting e
reitalad ko,

Tk Finish bo eock Sebup.

¥ Laursch KERNECA

= Finally click on FINISH.
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3 Operation

31

© O @ @ 6 ®© © ¢

»

Program start

= Start program with click on Desktop-Symbol Kernbc4.Ink
or via the start menu.

B Programme » CorglDRAW Graphics Suite 12 » |

@ Adobe Photashop 7.0
|_.4 Diokumnente Q& EalanceConnection

3 S KERMBCH
@ e 1 ¥ i5 KERMECH ertfernen
¢ instellungen

000

Click on this icon in order to change the language (German S English).

Click on this icon in order to disable/enable the help function for the user interface.

Click on this icon in order to display information about the program.

Click on this icon in order to finish the program.

Default remote control command: Balance is receiving stable weighing values only.

Default remote control command: Balance is receiving instable and stable weighing values.
Default remote control command: Sending balance command for taring.

A green LED indicates that the interface is open, a red LED that it is closed.
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3.2 “Select application“ window

E EREEEEERER ¢
3 i

The software asks you to select the application to which you wish to transmit data.
Selecting an application is quite simple. Start your application program, keep it
opened in the background and left-click your mouse, keeping the mouse button
pressed down, so that you can drag the searching tool with your selected application
to the window of your application and then release the mouse button. Afterwards the
application selected by you will appear in the box under SELECTED APPLICATION (e.g.
Microsoft Excel).
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3.3 “Balance* window
To enter the type of balance used by you go to BALANCE.

3.3.1 Select predefined type of balance

On delivery the software contains predefined type records for KERN balances.
Please not that all settings belonging to the respective type of balance will
automatically be entered under settings/interface when selecting a predefined type.
All that may be left to correct could be the matching COM connection.

i) EEmn Ealanoel sonebion 400
Chck i B Bnittian 1 st the
e huslarcs

Selectad applicakon

cleceee

H pened -3 4 @
e Click on the BUTTON and a selection menu will appear. Scroll up or down,
using ¥ or A and select the desired balance.

HODLRTYE _ANDLRCME DD POl
TTTHESIS

LT RTA TR LT RS
A AREARTPERTR]

FRSNIPRAFRNMRS

[

s TT T T TE{TTT TR M ST

BT PSP S AL YAL TP BALE

iy

z i i
H

S aw e iy

ML TN
o

C0a M =

T UM
AR MR 3 U P AT ATBATSATH
PR RTR AR AT

HELMTLMLS MR T LT
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1 e Balance Connection is only fully operational, when the balance is set to
the weighing mode. Applications (e.g. piece counting) are not supported
by Balance Connection.

e Models KERN ABT, ACS/ACJ, ABS/ABJ, PBS/PBJ
Activate the setting ,Handshake off* in the menu. For further information
on how to operate your balance please refer to the operating instructions
supplied with each balance..
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3.3.2 Adding additional types of balances

e To create a new type of balance, select NEw. The “Create new balance® window
will appear. Enter name of balance, remote control commands for data transfer
(For more detailed information please refer to the operating instructions for your
balance) and display image. Complete creating your new file for the balance by

clicking oK.

Mew balance
Balance name:
I
T arieren: _ 4

Picture:

-
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e To change a balance command, select MODIFY...

Modify current balance

Current balatice

CO—
DR
—

Picture: \
)

__oc [ concel |

e To delete a type of balance, select DELETE if you no longer require a certain type
of balance. The program will query you whether you really want to delete the
selected type of balance. If yes, confirm by clicking YES.

Waage loschen E2

@ Soll die Waaage wirklich gelozcht werden?

Mein |
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3.4 “Interface settings“ window

This window is used to customise your interface parameters if none of the types of
balances on the selection menu for predefined balances matches your requirements.

The balance must be connected to the PC via a serial cable. Prior to transferring data
you must ensure that the same interface parameters are set on the balance and the
PC. Select this program item for this purpose.
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e COM PORT: Select the interface at which the connection to the balance is in place.

Iriterfac

e BAUD RATE: Select the speed you require for data transmission (110 to 19200
Baud).

Interface settings

e DATABITS: Select the number of bits used for depicting a character.
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PARITY: This selection is the precondition for the PC attributing a parity bit to each

character. Possible settings include space, mark, even, odd and none for parity
generation.

nong
odd
evan
rnark
space

FPort:

Baud rate:

e HANDSHAKE: Select the control of data flow via software- (Xon/Xoff) or hardware
handshake (RTS/CTS).
Interfa
Fort:
Baud rate:
XOn X0
requestto send
P | oth
14
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3.5

“Data transfer* window

Possible setting options include:

SC

Saleciad npplcaton

=
Window iila

nidiew bila
Micrea ol Excel - Meppel

VALUE: Select whether a transmitted value is to be displayed in the application
program. It is possible to define a macro (This example showing {TAB}, that is,
the cursor jumps to the next table segment after each data transmission).

UNIT: Transmitted values are transmitted to the application in the unit selected
for the balance. It is possible to define a macro that is executed immediately
after transmission.

DATE: Dependent on necessity, transmission of date can be selected either with
or without macro.

TIMR: Transmission of values additionally with statement of time, optionally in 12
or 24 hour mode lt is also possible to define a macro.

SOUND SIGNAL ON RECEPTION OF DATA: Determine whether each successful data
transmission from the balance to the PC should be followed by an acoustic sound
signal. This enables you to monitor acoustically whether data received from the
balance has been transmitted to your application.

Click KEYBOARD or TIMER and define whether a data transmission of selected
remote control commands (See chpt. 4.1 ® @ @ ) takes place each time a
predefined key is pressed or whether this should take place timer-controlled (time
interval includes seconds, minutes and hours for exact definition). We have
chosen the F2-key for our example.
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4 Application examples

4.1 Data transmission from a KERN balance to Microsoft EXCEL

The required display is as follows: first column displays the weight value, second
column displays the related unit, third column displays the current time, forth column
displays the current date.

Required settings:

= For selecting application Microsoft Excel, using search tool, see chpt. 4.2.
For selecting type of balance from list, see chpt. 4.3.1.

Click on “transmit formatted data“

Enter Com connection.

For clicking on desired transmission data, see chpt. 4.5.

There are two options for data transmission:

Data transmission via remote control | Data transmission from balance
commands

[

=
e
-

- £ LTy
= . 8

e —

ST
B
O
=l
==
(I
=

L
e

= "
U DD
: = "

L gunopooo
" C = & . .
L -]

= Select remote control command = Data transmission takes place by
(See chpt. 4.1 © O @). pressing the key (e.g. PRINT key)
on the balance or continuously,
= Select data transmission via key or depending on the setting in the
timer. balance menu.

iz Measured data are displayed in the window on the right.
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Corresponding display in EXCEL.:

@J Datei Bearbeiten  Ansicht  Einflgen Format  Extras  Daten  Fenster

NEHRE ERIVEHI S RR-F -0 B

BE

awliala)

E22 A fx
A | B [ ¢ [ b [ E ]

1 4999y 04.10.2010 10:15:06
| 2 | 9998y 04.10.2010 10:15:21
(=R 2000y 04.10.2010 10:15:32
EN 280,01 g 04.10.2010 10:15:42
|5 | 300y 04102010 10:15:53
| B | 400 g 04.10.2010 10:16:05
7 499 57 g 04102010 10:16:18
ER

(v}
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4.2 Importing measuring values into text file

Example Humidity Meter:

Required settings:

= For selecting humidity calculator e. g. MLS 65-3A from menu

see chpt. 4.3.1.

g 4 4 3

Click on “Transmit data as text”
Enter Com connection.

Start drying process

After completion of successful drying process press the PRINT key on the

humidity calculator and data will be displayed in the window on the right.

Save result as text file under

or

B BEnoREnon

Copy result to interim storage and insert in different application such as Microsoft

Ep;
WORD by pressing the button .

wkrx ALTO STOP  ***+
LAST TEMP: 110C
END MASS: 13.85¢

TEST TIME: 02:15
LOSS OF MASS: 0.19g
RESULT: 1.35 %M

Delete data by pressing the button ﬁ

18
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Example counting balance:

Required settings:
= For selecting type of balance such as KERN CXP from list, see chpt. 4.3.1.

= Click on “Transmit data as text”

4

Enter Com connection.

g

Calculate reference weight

4

Place the items to be counted on the balance and press the M+-key on the
balance. The placed weight, reference weight and the number of placed
items will be displayed in the window on the right.

- —— - =™
T LT Ay 2f
ST B B

v HNPCE =
- - -

Save result as text file under........ by pressing the button n
or

Copy result to interim storage and insert in different application such as Microsoft

BR;
WORD by pressing the button = .

NET: 3.202 Kg
U/W: 10.004 g

QTY: 320PCS

Delete data by pressing the button ﬁ
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Example personal scale:

Required settings:
= For selecting type of balance such as KERN MPP from list, see chpt.4.3.1.

g

Click on “Transmit data as text”

4

Enter Com connection.

g

Determine body mass index, return to weighing mode and press the PRINT
key on the balance. The weight, body height and body mass deduced from
it are displayed in the window on the right.

Save result as text file under........ by pressing the button n
or

Copy result to interim storage and insert in different application such as Microsoft

Br;
WORD by pressing the button .

GROSS WEIGHT 55.2 kg
TARE WEIGHT 0.0 kg
NET WEIGHT  55.2 kg

PATIENT HEIGHT 163.0 cm
PATIENT B.M.I  20.8

Delete data by pressing the button ﬁ
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5 Software Licence Agreement

Single User Licence

By using this software or declaration of consent - which constitutes the precondition for the installation
of this software — you agree to the terms and conditions of this Software Licence Agreement

between you as the customer (licensee) and Kern & Sohn GmbH (licensor).

§ 1 Copyright
1.
This software is protected by copyright under the provisions for the protection of computer programs.
The copyright encompasses in particular the program code, documentation, appearance, structure
and organisation of the program files, program name, logos and other forms of expression within the

software. The licensor in his capacity as manufacturer reserves all rights arising from copyright.

2.
The licensee shall undertake not to disclose this software or documentation, either in whole or in part,
to third parties, or to forward the aforesaid, except where the licensee is permitted to do so under the

provisions of this contract by virtue of another written agreement with the licensor.
3.

Copyright mention, serial numbers as well as other features serving program identification must not

under any circumstances be removed or changed.

SCD-BA-e-1141 21



§ 2 Usage Rights

The assignment of usage rights for the software is subject to the following agreements:

a) Scope of Licence

1.
The licensee shall obtain elementary, non-exclusive usage rights, categorically without time limit, for
the software as well as related documentation for own use after unconditional payment in full of the

licence fee (acquisition cost of licence).

2.

Once the usage right has expired, the licensee shall surrender the software, possibly existing copies
thereof as well as any documentation to the licensor. If physical surrender of the software and copies
thereof turns out to be impossible due to technical reasons the licensee shall delete them and confirm

this action in writing to the licensor.

The software must not be used for, or in connection with, the operation of nuclear power plants,
aeroplanes, communication systems, air traffic control, in connection with life-sustaining devices or

other life production systems.

b) Reproductions

1.
The licensee may copy the software insofar as this is necessary for the use of the software.
Necessary reproductions include installing the software from the original data carrier to the hard disk

of the hardware as well as loading the software to the main memory.

2.
The licensee may copy the software once for the purposes of data backup to a permanent data

carrier. Saved copies of the software must be specifically identified as such.

3.
Any other reproductions (including the issue of the program code to a printer and the production of

printouts intended for photocopying the program description) are prohibited.

c) Multiple Use

The software is intended for one workstation only and must not be used within a network or any other

kind of multiple workstation computer system if this would entail a simultaneous use of the software.
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d) Redistribution

1.

The licensee may pass on permanently the software and related documentation to third parties
provided the acquiring party acknowledges the binding nature of the terms and conditions of this
agreement with respect to copyright and usage rights.

After redistributing the software to a third party the licensee will no longer be permitted to use the
software. Redistribution requires that existing software copies are either handed over to the acquiring

party or, that copies not handed over are destroyed.

2,

The software must not be hired out for commercial purposes.

Apart from that, the licensee may relinquish the software for a fixed period of time to a third party
provided the third party acknowledges the binding nature of the provisions of this agreement and
provided the licensee hands over all existing software copies including possibly existing backup

copies or destroys all copies not handed over.

3.
The licensee may not relinquish the software to a third part for use or pass it on to a third party if there

is any suspicion that the third party is likely to violate the provisions of this agreement.

e) Decompilation and Changes to Programs

1.

Reverse translations of supplied program codes into different code types (decompilation) and other
kinds of redevelopment of the various creation steps of the software (reverse engineering) are
prohibited. If interface information is required for the purposes of establishing interoperability for an
independently created computer program, this can be acquired — insofar as technically feasible on the
part of the licensor — against reimbursement of expenses from the licensor or a third party to be

designated by him.

2.
Program ftranslation, editing, among other things re-engineering of software or splitting and
multiplication of results thus achieved shall only be allowed insofar as this is required for the use of the

software by the licensee.
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§ 3 Software Warranty

1.
If there are faults present in the software, the licensor shall either repair or deliver in addition

(supplementary performance) according to licensee’s choice.

2,

If the licensor is unwilling or unable to provide supplementary performance or if the deadline for such
supplementary performance is exceeded for reasons that are the responsibility of the licensor or if
supplementary performance fails in any other way, the licensee shall be entitled within the framework

of existing legislation to further warranty claims.

§ 4 Liability of the Licensor

1.

The licensor shall accept liability for deliberate action and gross negligence. The licensor shall accept
liability for ordinary negligence only insofar as major obligations have been violated. The licensor’s
liability for ordinary negligence shall be limited in value to the foreseeable damage typical of the

contract.

2
In case of initial impossibility, the licensor shall only accept liability if he was aware of the performance

ratio or if he was unaware of it due to gross negligence.

3.
Claims for defect and claims for compensation shall be time-barred after one year from the

commencement of the statute of limitations period.

4,
The limitations of liability above shall not apply to claims made for injury to life, limb or health resulting
from negligent breach of duty by the licensor or deliberate or negligent breach of duty by a legal

representative or persons employed in performing an obligation of the licensor.
5.

The licensor shall not accept liability in case of any use by the licensee contrary to the terms of this

agreement.
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§ 5 Miscellaneous

1.

This licence agreement shall be governed by German Law.

2,
Exclusive place of jurisdiction for all disputes arising from the commercial dealings in connection with
this contractual relationship shall be the licensor’s place of business.The licensor shall also be entitled

to open proceedings at the licensee’s place of business.

3.

The licensee shall not be entitled — subject to different provisions in this software licence agreement —
to transfer unfulfilled rights or the full agreement to a third party unless the licensor gives his explicit
consent in writing. The licensor shall give his consent if legitimate concerns by the licensee with

respect to the transfer of rights outweigh the interests of the licensor.

4.
Alterations of this software licence agreements must be drawn up in writing; this shall also apply to an
alteration of this written-form clause.

No collateral agreements have been made.
5.

If individual provisions of this licence agreement should be or become ineffective, this shall not affect

the validity of the remaining provisions of this licence agreement.

§ 6 Support

We are happy to help your with technical issues arising during the use of this software. Please contact

us under.
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